REVIEWED

By Carcl Day at 2:22 pm, Aug 24, 201

J

MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES

N

0\ STATE PUBLIC HEALTH LABORATORY RECEIVED 8/13/16-CAROL DAY
A7 ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT REPORT 47

Complete this reporl in duplicate &l the time of the regular monlhly preventative maintenance check, and whenever instrument is repaired,
Send copy to Department of Health and Senior Services; retain original in department file.

ALCOSENSORWSN T PRRMTER BN DATE OF ISPECTION
097430 096.358{(:.928 08/07/2018

LOGATION OF INSTRUMENT (STREET AND GITY) ‘ T THAE OF INSPECTION
206 N Lexington St Harrisonville MO 64701 10:54 prm

CHECKLIST: Place a mark in the box by sach ilem if found to be satisfactory or if operating within established limits. (Write in observed val-
Les where determined.) Unmarked items must be corrected before using instrument.

m DIGITAL READOUT (ALL ELEMENTS OPERATIONAL)

[Z] TEMPERATURE OF ALCO SENSOR {10°C - 40°C)

[Z] PRINTER WORKING PROPERLY

[‘Z TIME AND DATE DISPLAYING PROPERLY
BREATH ALCOHOL ACCURACY STANDARDS

0 simuLaror soLuTion Y] COMPRESSED ETHANOL-GAS MIXTURE

[Zi STANDARD SUPPLIER fntoximeters LoT # AGHb35002 ___EXP. DATE 172”6/2017

[] SIMULATOR TEMPERATURE (34°C £ 6.2°C) ______ SIMULATORSN ____ SIMULATOR EXP DATE

(/] CALIBRATION CHEGK — {ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three tests using a standard solution. All three tests must be within +5% of the standard value and must have a spread of 005 or
tess. Chack the box corrasponding to the standard solution being used, (PRINTOUT ATTACHED)
0.100% STANDARD - MUST READ BETWEEN 0.095% and 0,105% INCLUSIVE
0.080% STANDARD - bMUST READ BETWEEN 0,076% and 0.084% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

TEST 1= 0 82 !TEST 29 (081 ’TEST 3= (.081

[/l RFI DETECTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPGCRT;
{DO NOT INCLUDE SELF-ADMINISTERED TESTS) e . S

REFusals 0 ©-.04 O (05-09) O (10-14) O (1519 © (OVER.19) O
List any new paris and describe ény alteration or modification that was made to restore the instrument to operate satisfactorily and within
established limits {use other side if necessary).

N/A

PRINT MAME

K B . &, . . .
L,E_Lau ...... )( Aetaicie A5¥ — Brian C. Kincaide
TYPE Il PERMIT NUMBERIEXFIRATION DATE TELEPHONE NUMBER
25015697 7-22-2017 { {816) 380-8940

Return completed report to the: Breath'Alb'éﬁéi/f’rogram, MG Department of ‘H'éanh and Senior Searviees, Séutheast bist;ict '(')fi'icﬂe”
2875 James Boulevard

Poplar“l%_l__L_J‘ff. MO 63301

NG 320-1351 (8-10} R MR

FE SOt EeE R Lhg-14




Alrgas USA LLC (LAB)
3500 Bernard Street

S5l Louls, Mo, 63103
Ph: {314) 533-3100
Fax: (314) 533-7328

Certificate of Analysis

Customer Nameg Test Date: 21-Dec-2015

Exclusive Supplier
Intoximetears, Inc.
2081 Craig Road

St Louis, Mo 63148

Lot # AG535002 Model 108cacd

Certification Traceabte to N.I.S.T. RGM Ethanol Standards:

Sarial No. Concentration Sorlat No, Concantration
ER0010581 391.8 ppm EB0010603 392.5 ppm
EBOO10570 258.8 ppm EBG010559 258.9 ppm
EB0010285 209.0 ppm EBQ010595 208,9 ppm
EBOO10561 103.7 ppm EB0010662 104.9 ppm
EB0010681 52.22 ppm EB0010579 62,94 ppm
Analytical Metlicd: NDIR

%{ulzyos;! ned 'J:p' Qua’:!{ Cgmhut
ﬂaason Dry gus slandord can.-ﬁca!kn of analysis

Locaton: Alrgas UBA LLC {Lab} M
Analyst: / C”““"‘é"‘*

Exp. Data Cyl. e Component Certifiad Contcenfration
16~Dec‘2017 108 Ethanal 0.080 + 0.002 BrAC (218 ppm)
S —— O N]trogen.___..._ . Balance ——

Rod Marsala

1SO 17025:2005 AZLA accredited. Certificate Number 2989.01

Paae 1 of 1
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STATE OF MISSOUR| g —
DEPARTMENT OF HEALTH AND SENIOR SERVICES @
BREATH ALCOHOL PROGRAM

PERMIT
TYPE 1l

is heraby authorized to mst(ucl and supervise o
and operals the lollowing braath analyzsr(s);

e ALCO-S ‘SE\TSOR AV WITH PRINTER, INTOX ECAR T

for the determination of the alconohc centent of blood from a sample of oxpired
577.020 through §77.041, HoMo and 306,111 through 306,119 RSMo,

perators, Irain instructors, inspect, calibrate, perlomm field service and repairs,

air. Permit issued under the provisions of sastions

- -
DATE . 7/22/2015 L i

. e
I T DRECTER OF sfﬁé’?ﬁﬁﬁbﬁeﬁﬁ?ﬂaoRHT_O‘E\?"”7"___ o
MUMBER 250489 ;

T ‘\:ZQJB«_Q \J &JT)(‘.:,.\.QVT'

EXPIRES 7/,22/_2.0.1_’1“” ——  REETOR O SER R e
' . DIRECTOR OF DEPARTMENT OF HEALTH AND SENIDR SERYILIES
MO 8800771 {5-40) : {.AB4 {HBG6-10}

STATE OF MISSOUR|
DEPARTMENT OF HEALTH ApD SENIDR SERVICES
BREATH ALCOHOL PHDGRN
INSTRUMENT OPERATOR CARD
Toa nom R L I Aulfianied lo opgrste an BvATeAlial braal alcong

. |fstumant o iha deieroination oiing sicones aconient in brealh Torn of axpteg ol
S i M;ssoun

MR
[, oo o

Oalo Issued 72212015 Date Expiras 7/22/2017
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